Two studies are reported which first observe, and then attempt to replicate, the cognitive demands of intensive care unit (ICU) activity whilst concurrently learning audible alarms. The first study, an observational study in an ICU ward, showed that the alarms are very frequent and co-occur with some activities more than others. The three most frequently observed activities observed in the ICU were drugs (calculation, preparation and administration), patient observation and talking. The cognitive demands of these activities were simulated in a second, laboratory-based experiment in which alarms were learned. The results showed that performance in the alarm task generally improved as participants were exposed to more repetitions of those alarms, but that performance decrements were observed in the secondary tasks, particularly when there were two or three of them. Some confusions between the alarms persisted to the end of the study despite prolonged exposure to the alarms, confusions which were likely caused by both acoustic and verbal labelling similarities.
Learning medical alarms whilst performing other tasks
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This article may be used for research, teaching, and private study purposes. Any substantial or systematic reproduction, redistribution, reselling, loan, sub-licensing, systematic supply, or distribution in any form to anyone is expressly forbidden. Terms & Conditions of access and use can be found at http:// www.tandfonline.com/page/terms-and-conditions Introduction Significant research effort has been focused on the ability of clinical practitioners to recognise the meanings of the audible alarms to which they are typically exposed whilst working. The main areas of research here have focused on existing recognition problems in situ, the ease or difficulty experienced learning alarms which have been mandated through medical device standards and the effect of alarm design principles on the learnability and recognisability of the resulting alarms. Few studies have looked at people's ability to learn and recognise alarms either in real clinical environments or in laboratory settings where the work demands of such an environment are simulated. In this paper, we explore people's learning of alarms both as a single task and whilst performing tasks which mimic the cognitive demands of working in an intensive care unit (ICU). Early evidence concerning clinicians' understanding of the meaning of alarms (Loeb et al. 1992; Momtahan, Tansley, and Hetu 1993) indicated that operating room alarms were badly recognised by those who need to work with them on a dayto-day basis. Nurses and doctors working in an operating room and recovery room recognised the meaning of fewer than half of the alarms used in those areas (Momtahan, Tansley, and Hetu 1993) . In addition, the urgency of the alarm was poorly matched to the urgency of the situation which the alarms were designed to signal.
In terms of people's ability to learn mandated alarms, recent evidence suggests that these can be difficult to learn and retain. The alarms which accompany International Electrotechnical Commission (IEC) 60601-1-8 are a case in point. IEC (2006) standard 60601 is concerned with medical electrical equipment, and so has wide scope and impact. Parts 1 -8 are concerned with general requirements for basic safety and essential performance, including the alarms used with that equipment. The set of alarms currently supporting IEC 60601-1-8 have been shown to be difficult to learn. For example, studies have shown that even after considerable exposure to the alarms associated with IEC 60601-1-8, recognition is low, with very few people able to discriminate between all of the alarms specified in the set (Lacherez, Seah, and Sanderson 2006; Sanderson, Wee, and Lacherez 2006; Williams and Beatty 2005) . A study of nurses (Wee and Sanderson 2008) demonstrated that even after two training sessions in the meaning of the alarms, only one nurse (out of 22) managed to identify all of the alarms correctly. Nurses with a level of musical training performed better at learning the meanings of the alarms than did those without musical training and were also able to distinguish better between high-and medium-priority versions of the alarms.
Significant research effort has also been put into understanding the acoustic and other design features of alarms which render them difficult or easy to learn. In more general terms, considerable research evidence suggests that 'auditory icons', Another issue which impedes progress in understanding the ease or difficulty with which alarms are learnt is the extremely high false alarm rate which often occurs in the real work environment. Many studies highlight the fact that the vast majority of alarms which occur in clinical environments are false alarms, caused either because of artefacts (bad sensors, patients moving or being moved) or conservative settings of alarm limits, meaning that most alarms do not signify clinically significant events -events that are clinically adverse and require intervention (Chambrin et al. 1999; Imhoff and Kuhls 2006; Keller et al. 2011; Schmid et al. 2011; Siebig et al. 2010; Talley et al. 2011) . The central problem here is that of alarm fatigue: alarms sound so often and are so frequently false that medical staff become immune and habituated to those alarms with the consequence that patient safety is compromised. The US Food and Drug Administration received 566 reports of patient deaths being related to alarms on monitoring devices between (FDA 2011 ; the President of the Association for the Advancement of Medical Instrumentation (AAMI) has challenged the health-care community by issuing the mission that 'By 2017, no patient will be harmed by adverse alarm events' (Logan 2011, 1) ; and the Emergency Care Research Institute (ECRI 2010) has indicated that alarm hazards are number 1 in its top 10 hazards for 2012. All of this adds to the problem of developing a paradigm which looks directly at the ease or difficulty of learning alarms in a realistic (at least in cognitive terms) setting. Recent reviews (Borowski et al. 2011; Edworthy 2012) illustrate how the many problems associated with medical alarms are interwoven and still remain unresolved. New theoretical frameworks continue to be developed in this area (Raymer, Bergstrom, and Nyce 2012) and new, potentially important components of responses to auditory alarms continue to be revealed (Sakai et al. 2011) .
Thus, we cannot necessarily look to observational studies of actual behaviour related to alarms in addressing the issue of how well or badly those alarms are learned or recognised. One approach which has hitherto not been taken is the one presented in this paper: Here, we first observe typical activities which take place in an ICU, then attempt to mimic those activities at a cognitive level whilst requiring participants to recognise and name alarms as a primary task. Thus, whilst we are not concerned with actual workflow around alarms in the real environment, we are concerned with people's ability to learn and retain the meanings of abstract alarms when they are performing other tasks similar to those which would be carried out in a real environment.
Our approach was first to determine how alarms co-occur with other activities in the hospital ward, and then to simulate the cognitive demands of those tasks whilst participants were exposed to alarms. We began by carrying out an observational study of the incidence and types of alarms which signal in a typical ICU, and the types and number of tasks which co-occur with those alarms. We then developed a multiple task laboratory study which allows us to look at people's ability to learn alarms whilst carrying out other activities mimicking those of the ICU environment.
Study 1
Observational studies focusing on alarms demonstrate that alarms sound very frequently and for long periods of time, and that they are usually not clinically relevant (Talley et al. 2011) , in that the alarm has not signified a change in the patient's status that requires clinical intervention. Some studies in this area have been concerned with the direct relationship between alarms and activities, and so have required techniques which allow the mapping of activities back to the alarms. For example, Seagull and Sanderson (2001) adopted a set of procedures which included process tracing, which required the keeping of an activity log; field notes and discussions with staff; and post-operative review and collection of other records related to the procedures observed. Bitan et al. (2004) observed nurses' responses to neonates in an ICU by taking detailed, real-time measurements of the triggering of alarms from the neonates' monitors and recorded whether or not nurses then attended the patient. However, these studies do not tell us directly whether or not clinicians were able to recognise the alarms when heard. As this is our focus, we adopted a different strategy.
In this first study, we were interested in the activities which occur and the alarms which sound in the ICU. Our aim was to chart both the activities and the alarms. Our intention was to build a picture of the types of activities which occur in the ICU and to chart the degree to which activities co-occur, in order to provide a basis for developing laboratory tasks which simulate those activities whilst learning alarms. Similarly, our aim in charting the alarms was to get a sense of how often alarms sounded, what type of alarms they were and the acoustic nature of those alarms. Thus, we were looking at activities and alarms as two discrete entities, in order to develop a paradigm for our second study.
Method
Preliminary work
Two multi-bed intensive care wards at Derriford Hospital, Plymouth, UK, were selected for the observations. These were visited at various times of the day by two of the authors (CM and DR) for a total of 16 h. The routines of nurses were recorded informally on a notepad and ranged from relatively quiet periods to periods of fairly intense activity. The nature of Ergonomics 3 the study was discussed with medical staff. The experimenters attended a training meeting to explain the study and to get feedback from staff. Other employees beyond the medical staff were spoken to and observed (e.g. receptionists, porters and physiotherapists) because they were sometimes either involved directly in the activities of the ICU or had insights into the kinds of activities occurring there. Nurses were asked questions about their work routines, and they were observed, so that an outline of day-to-day routine care could be ascertained. This helped to clarify the categories of behaviour that should be included in the checklists. The experimenters also learned the alarm sounds, as it was necessary to note specific alarm occurrence during the observation task. On the basis of the procedures above, a 16-category checklist was developed. This checklist contained the behaviours that were directly observed, as well as those that were felt likely to occur based on discussion of ward activities and earlier drafts of the checklist itself. These categories include teaching, staff talking, talking to the patient, talking to visitors, staff handover, observation (including both formal and informal), drugs (calculation, preparation and administration, hereafter called 'drugs'), physiotherapy, doctor's visit, admission, discharge, X-ray, ECG, answering the telephone, responding to alarms and a category for all other events not already included (other).
A nine-category checklist for alarms and other frequently occurring sounds was also developed on the basis of the preliminary work. Here, the alarms and other sounds (particularly, pagers and telephones which can occur frequently, but are not strictly alarm sounds) considered and informally observed to be the most frequently sounding were listed separately, and those which occurred less frequently were assigned to an 'other' category. The alarms and other sounds listed were ventilator, syringe pump, pulse oximeter, infusion pump, ECG monitor, humidifier, telephone, pager and a single category for other alarms and auditory signals. The checklist and the procedure were tested during an informal 'run' to check that the observation task was doable and that the checklists were comprehensive.
Observations
All observations took place in a four-bedded ICU in a hospital in Plymouth, UK. An observation session of 30-min duration was devised. This 30-min period involved a 1-min lead-in, followed by fourteen 16-category checks on activity at 2-min intervals, followed by a 1-min finish time. The 2-min intervals were timed with a stopwatch. At every 2-min marker, both observers would check on all activities being carried out at each of the beds. The observers noted both the bed number (1 -4) and the activity (or activities) taking place at that bed. For any activities which took more than 2 min, only the first occurrence of that activity was recorded. The observers also noted occurrences of alarms using the alarms checklist, as they occurred, noting each alarm and the time it occurred. Only the first occurrence of the alarm was noted, thus if an alarm was still sounding during a second or third 2-min interval, its continued occurrence was not further noted. If the alarm ceased and began again in a later 2-min period, this was counted as a new occurrence of the alarm.
In total, 5 h of observations were carried out in this way, over a period of several days. The observations were undertaken between 13.00 and 14.30 h in the daytime as the informal stage had suggested that this was a relatively busy time on the unit.
Results and discussion
Inter-observer reliability The degree of agreement between the observers was calculated both via f coefficients for individual categories of events (Siegal and Castellan 1988) , which looks at individual present/not present recordings of activities for each occurrence, and overall percentage agreement on the number of occurrences of each event, a measure also often used and for which 80% overall agreement is deemed acceptable (Odam and Ogawa 1992) . There were no occurrences of X-ray, ECG or other activities not on the checklist ('Other' on the checklist) during the observation sessions. Inter-observer reliability and percentage agreement measures for each of the activities observed ranged from 0.96 to 0.59 (f) and between 99% and 87% (percentage agreement), and were as follows: teaching, 0.80 (94%); staff talking, 0.63 (87%); talking to the patient, 0.84 (94%); staff handover, 0.59 (96%); talking to visitors, 0.71 (96%); observation, 0.77 (89%); drugs, 0.90 (96%); physiotherapy, 0.95 (98%); doctor's visit, 0.78 (96%); admission, 0.96 (99%); discharge, 0.78 (97%); answering the telephone, 0.96 (99%) and responding to alarms, 0.90 (96%). Thus, all of the categories were above the generally accepted percentage level of 80%, though the f coefficients were lower for some of the talking categories. The difference between the two measures suggests that the observers did note the occurrences of each of the events accurately overall, but sometimes did not agree about the 2-min slot in which that activity began. This would affect f coefficients but not percentage accuracy measures. This is particularly true for the talking categories.
Inter-observer reliabilities and percentage agreement for the individual alarms were as follows: ventilator, 1 (100%); pulse oximeter, 0.86 (98%); syringe pump, 0.95 (99%); infusion pump, 0.88 (99%); ECG monitor, 1 (100%); humidifier, 1 J. Edworthy et al. 4 (100%) and telephone, 0.96 (99%). No occurrences of pager or other alarms were observed during these measurements. Thus inter-observer reliability in terms of which alarms sounded was very high according to both measures. One would expect this, given that it is much easier to indicate the start of an alarm than to make a judgement about, for example, which kind of talking activity is occurring within a specific 2-min slot.
Frequency of activities and alarms
The observation data were collated in order to indicate the frequency of each of the activities and of the alarms sounding. Figure 1 shows the number of times each of the activities was recorded over the study. The top activities were observation (177 observations), staff talking (117 observations), responding to alarms (112 observations), drugs (106 observations) and talking to the patient (99 observations). These activities account for a large majority of the total activity (65% of all activities when taken together), and on many occasions two or more of these activities co-occurred.
Thus the data demonstrate that the four key activities in which staff were engaging when the ward was busy were: talking (the two categories of staff talking and talking to the patient account for 23% of all activity), drugs, observation and responding to alarms. In addition to the additional occurrence of talking to visitors, talking necessarily accompanied many of the other less frequently observed activities such as doctors' visits, answering the telephone and staff handover. Figure 2 shows the total number of times each alarm occurred as a proportion of the total number of occurrences of all alarms recorded during the observations. Only six of the alarms in the ICU sounded during our observations (the telephone sounded as well, but here we present medical alarms specifically), and they typically sounded fairly often. Ventilators, pulse oximeters, syringe pumps and infusion pumps sounded quite regularly during the observations, and ECG monitors and humidifiers less so. Because an alarm, once on, could sound for an indefinite period, the amount of time that any of the alarms was on is unknown.
Concurrent tasks
Each 2-min observation was broken down by activities and alarms in order to see which alarms co-occurred with which, and with how many, activities. Table 1 shows the number of times each of the alarms co-occurred with each of the activities. Ergonomics 5 On some occasions the alarms were associated with more than one activity, which is why the total number of alarms indicated in Table 1 is higher than that shown in Figure 2 ; they have been counted every time they co-occurred with an activity, meaning that they have in some instances been double-, triple-or even quadruple-counted. Of the 112 occurrences of the alarms, 24 were associated with a single activity, 67 were associated with two activities, 17 were associated with three activities and 4 were associated with four activities.
The main purpose of Study 1 was to obtain data to allow some understanding of the kinds of activities which take place in the ICU, and how they co-occur. The next stage was to develop tasks which mirror those observed activities. In the study reported next, we also increased the workload in steps in order to assess the added burden of these extra tasks on people's ability to recognise and continue to learn alarms. Note: V, ventilator; PO, pulse oximeter; S, syringe pump; I, infusion pump; ECG, ECG monitor; Hum, humidifier.
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Study 2
In this study, learning and naming alarms was presented as the primary task throughout, and secondary tasks were progressively introduced. These secondary tasks were designed to mirror, at a cognitive level, the main tasks we observed in Study 1. The main concurrent tasks we observed were 'observation', 'drugs' and talking (of various types). Alarm occurrences could be accompanied by one, two or all three of these activities. Our aim therefore was to broadly simulate the tasks we observed in the ICU with laboratory-based tasks for non-clinical participants so that they had both face validity and validity at a more conceptual and theoretical level. Wickens' 4D multiple resources model was used to provide a check that the tasks we developed made similar perceptual and cognitive demands on our participants to those that the ICU tasks we observed made on the clinical staff (Wickens 1984 (Wickens , 2002 Wickens and Liu 1988; Wickens, Sandry, and Vidulich 1983) . Wickens' 4D multiple resources model (e.g. Wickens 2002 ) is typically used as a model for predicting the extent to which concurrent tasks will interfere with one another on the basis of the degree to which they share similar stages, modalities, visual channels and modes. However, the model can be used to make comparisons between the ICU activities we observed, and the tasks we developed in the laboratory.
At the heart of Wickens' 4D multiple resources model are four categorical elements, each divided into two discrete levels. These four categories underpin the extent to which time-sharing between tasks will be possible -the more those task share similar elements, the more difficult they will be to perform at the same time. Thus, it was important that our laboratory tasks embodied the same elements as the activities we observed in the ICU, so as to avoid confounding our simulation with inappropriate time-sharing problems.
The four dimensions in Wickens' model are (1) stages -here, the two stages are mental activities (perception and cognition) and responding, (2) modalities -here, the basic distinction is between auditory and visual modalities, (3) visual channels -this is a distinction between two types of visual processing, between focal and ambient vision, for which there is good evidence that separate cognitive structures are used; and (4) processing codes -this is the distinction between spatial and symbolic (usually verbal) codes. Each of our laboratory tasks simulated important mental aspects of the activities we observed in the ICU.
The primary task throughout was listening to alarms and then naming them. The secondary tasks we used were an observation task, a mental arithmetic task and a talking task. In the first instance, listening to alarms uses the same stage (mental activity rather than response), modality (auditory rather than visual) and processing code (verbal rather than spatial), which would be used when alarms are listened to in the ICU. The visual channel is barely engaged in this task. Our observation task uses a similar subgroup of the dimensions that observing patients would in the ICU; namely the same stage (again mental activity rather than response), modality (largely visual rather than auditory) and processing code (spatial rather than verbal, though there was a verbal element to our laboratory observation task). Our laboratory observation task also probably had a greater focus on focal visual processing than the ICU observations we were mimicking, a result of the smaller laboratory setting in which we carried out the task. Our mental arithmetic task, intended to mimic the activity of 'drugs', focused on the first of the three drugs activities, namely calculation, which was largely mental in nature. Here, the stage is again mental rather than response based, the modality is visual, the visual channel is focal and the code is verbal. This mirrors the sub-components of the multiple resource model that would be involved in carrying out drugs calculations in the ICU. Finally, we used a talking task in our laboratory, simulating the talking that frequently took place in the ICU, which by definition must use the same subset of the multiple resource model components as the talking that took place in the ICU.
We did not attempt to mirror responses in as exact a fashion, for two key reasons. The first was that whilst it was important to engage the same sub-components of the multiple resources model for our laboratory tasks as for the main observed activities in order to properly simulate both the activities and their interactions at a cognitive and perceptual level (one of the two stages in the model), the kinds of responses that could follow in the ICU were varied and sometimes hard to discern (and was also not the main focus of Study 1). There was no single response for each of the main activities we observed, but potentially several, making it difficult to mimic any meaningful response in our laboratory tasks. The other reason for not mirroring responses in as direct a way is that it is clear from multiple resource model research that the resources used for perceptual and cognitive activities are functionally separate from those involved in the selection and execution of responses.
Participants started the study by learning a set of alarms. They were then required to identify (and continue to learn) those alarms when being subject to one, two and then three secondary tasks. Secondary tasks were introduced gradually as the experiment progressed. Accordingly, workload increased gradually as the experiment progressed. This technique is similar to that of Bliss and Dunn (2000) , who wished to recreate the cognitive demands of a real-work situation in which the workload demands typically increase progressively.
Ergonomics 7 For each participant, the experiment proceeded as follows: in Phase 1, the participants carried out a learning task in which they were presented with 12 alarms and were required to begin to learn them; the alarms were each presented 12 times. Each participant then took part in three further phases, in the same order. In all phases, they were required to continue to learn the alarms, the learning and identification of which was presented as the primary task. In Phase 2, participants continued to learn the 12 alarms whilst being presented with a mental arithmetic task followed or preceded by an observation task. In Phase 3, they were required to simultaneously carry out both a mental arithmetic task and an observation task whilst continuing to learn the alarms. In Phase 4, they carried out a simultaneous mental arithmetic/ observation/talking task whilst continuing to learn the alarms. Data were collected for both the learning task and the secondary task(s) except in the case of the talking task, which was simply the participants engaging in a discussion with the experimenter, whilst carrying out the other tasks.
The alarms used in the study are described in Table 2 . The alarms tested are typical of those found in an ICU, in that many of them are high pitched and have tonal repeating patterns of similar types. Acoustically, high pitch is of little benefit, can cause unnecessary annoyance and can be difficult to localise. None of the alarms tested here had any obvious relationship between the hazards that they signalled. Many of them share similar rhythmic patterns, and would be difficult to differentiate on the basis of verbal descriptions of the sounds alone. One of the key features known to cause confusion between alarms is the sharing of similar temporal patterns (Patterson 1982; Edworthy and Meredith 1997) . On this basis, we anticipated confusion between some of the alarms in this set. For example, two of the alarms (HM and R) were continuous tones and can be thought of as the most acoustically and perceptually simple alarms. Although they are considerably different in pitch (HM is much lower in pitch than R), previous evidence (Edworthy and Meredith 1997) would suggest that these alarms would be readily confused. At the next level of complexity, some of the alarms were single-pitched sounds played intermittently (P and V). There was also a group of sounds which consisted of a two-tone pattern, repeated (A, Hum, O and PM). Here, the absolute pitches and the nature of the difference in pitch between the tones were variable; thus, though the listener had some information which might have allowed discrimination between them, in general these alarms, and certainly the verbal descriptions one might use for them, were otherwise similar. For one of them (Hum), the repetition was of a double, rather than a single, pulse, whereas it was a single pulse for the other three alarms of this type. There were two alarms which had a rather distinct temporal progression (B and F). Both of these began with a longer, lower pitched tone followed by much higher, faster tones. For one of these (B) the higher repeating pattern was two-tone, and for the other (F) it was a single tone. The final two alarms (S and P) were each unique. S was a complex rhythmic pattern of short and long tones at a very high pitch and P had a clear rhythm and pitch pattern (three pulses at 280 Hz followed by one at 220 Hz). P thus sounded more like a defined melody than the other alarms, and was similar to the opening four notes of Beethoven's Fifth Symphony. This offered the potential for learning via mnemonic. P was also lower in pitch than many of the others.
Method
Materials Alarms. A set of 12 alarms were used in this study. Five of the six most frequently occurring alarms in Study 1 [ventilator 'V', pulse oximeter (here called pulse meter, 'PM'), infusion pump 'I', syringe 'S' and humidifier 'Hum'] were included in J. Edworthy et al. 8 this set, along with seven other alarms and other alarm-type sounds recorded from other areas of the hospital during preliminary visits. We did not include the ECG alarm (the final alarm of the six most frequently occurring alarms in Study 1) in this set as this typically requires no action (it functions typically as a monitoring sound). Table 2 shows the names of the alarms used throughout, as well as a description of their main acoustic features. These were presented for learning throughout the four phases of the study. In all cases, a relatively simple name was used for the alarm, which meant that sometimes the name given to the alarm was the name of its function (e.g. perfusion 'P' and oxygen 'O'); in some cases, this was the name of the equipment (e.g. ventilator 'V' and heart monitor 'HM'), and in some cases the common term for a sound was used (e.g. bleep 'B'). We changed the name of the pulse oximeter to pulse meter for this study, as it was thought that the participants would understand the nature of a meter, but not an oximeter.
Secondary tasks. Three secondary tasks were used in various combinations -a mental arithmetic task, an observation task and a talking task. The mental arithmetic task used was a 'brackets' task. The task consists of A4 sheets containing 18 calculations per sheet. For each calculation, participants were presented with two calculations and were required to tick the one which resulted in the larger number. For example, a single item in this test might consist of:
Participants were required to calculate both A and B in their heads and were then to select which of the two gave the higher answer, which in this case is B. The tasks were done on paper. The order of the calculations was counterbalanced across participants by presenting the sheets in different sequences.
The observation task was a vigilance task presented on a second computer, and was an 'F and E' task (Fischler et al. 1980) . Starting with a clean screen, a letter F would appear either once every 0.9 s (the 'fast' mode) or every 3 s (the 'slow' mode), in both cases for 30 s. These would gradually fill up the screen. At one point in the sequence, a letter 'E' would appear and the participant's task was to press the spacebar on the computer as soon after they had detected the 'E' as possible.
The talking task (Phase 4 only) consisted of the experimenter engaging the participants in conversations as to how to reach local landmarks. They were also engaged in conversations about the courses they were currently doing. Participants were made aware that talking was an extra, explicit task in the experiment. The topics of conversation were kept the same throughout, although the detailed content varied. No formal measure of performance on this task was taken, as the purpose of this task was to simulate talking in the ICU.
Participants
Twenty participants (12 female and 8 male) participated in the study. They were recruited from the undergraduate participant pool in the School of Psychology, University of Plymouth. The ages ranged from 18 to 37 years. None reported any hearing problems and none had any medical experience.
Procedure
Phase 1. The experiment took place in a university laboratory containing a computer controlling the alarm task. A set of 12 alarms was learned using a paired-associate learning paradigm similar to that used by Edworthy et al. (2011) . First, each of the 12 sounds was presented to the participant via a computer (in a different order for each participant) and the names of each of the alarms were told to the participant by the experimenter. The names given were those listed in Table 2 . The individual names of the alarms were also presented to participants as cards placed in front of them. Participants were also given a brief description as to how each of the alarms might function in the ICU (e.g. which kinds of equipment they might be associated with, or which physiological functions they might be associated with), but this was done only once, briefly, at the start of the study. Once the 12 alarms had been presented, each of them was presented to each participant (in a different random order) and the participants were asked to name each alarm. If they were incorrect, they were told the correct answer and were also shown the card with the name. This was repeated 11 times (12 alarms, 12 times each) and their responses were recorded. The pace of this phase was determined by the speed with which the participants could respond and the time taken to give the feedback, but typically took approximately 45 min. The participants were then asked to return 1 week later in order to participate in Phase 2.
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Phase 2. Each participant returned a week later for Phase 2. The experimental set-up used was a pair of computers, one concerned with the alarm task and the other with the observation task. The mental arithmetic task was set out on paper between the two computers. First, the participants were reminded of the names and sounds of all the 12 alarms previously tested by showing them the names on the computer and by the experimenter telling them the names as the alarms were played. The experiment then began. The participant took part in two conditions: one alongside a mental arithmetic task and the other alongside an observation task. In both conditions, they were presented with each of the 12 alarms four times each, and were asked to name them whilst carrying out the current secondary task. The order of the two conditions was counterbalanced across participants. The primary task was to name each alarm as it was played by the computer. The alarms were presented at approximately 30-s intervals, with each of the 12 alarms being presented four times per participant per secondary task, block-randomised across each of the two secondary tasks. Participants were told that the alarms would be played at random intervals by the computer and that they were required to respond as quickly and as accurately as possible by clicking a mouse pointer on the name of the alarm they thought had been played. They were told that their priority was to respond to the alarm sounds. In the mental arithmetic task, they were instructed to work through as many of the tasks as possible on a continuous basis after having the instructions explained to them. In the observation task, participants were presented alternately with the 'slow' and the 'fast' versions of the F and E task on a continuous basis. They were told,
You will see a number of 'F's appearing on the screen one after another, filling up the screen. At some point the letter 'E' will appear instead of an 'F'. As soon as you see the E press the spacebar as quickly as you can.
Each new task appeared either when the participant pressed a key to indicate that an 'E' had appeared, or was timed out. Each of the two sessions lasted approximately 25 min. Participants were asked to return the following week for Phase 3.
Phase 3. The participants were first reminded of the names and sounds associated with each of the 12 alarms, as described above. They were then told that responding to the alarms was the primary task and that the alarms would sound randomly across the experiment, and they were required to respond by clicking the mouse pointer on the correct answer. They were then reminded of both of the secondary tasks (mental arithmetic and observation) and were told that in this phase they were required to carry out both secondary tasks, along with the primary task, simultaneously. The phase took approximately 25 min. Each alarm was presented four times (at approximately 30-s intervals) in a block-randomised order across the phase. Participants were asked to return the following week for Phase 4.
Phase 4. This was conducted a week after Phase 3, and consisted of the identical procedure described in Phase 3, except that throughout this phase the experimenter engaged in conversation with the participants on such topics as how to get to landmarks in the city, and matters relating to the course they were studying. At the end of each phase, participants were asked to rate the perceived workload of the task on a 1 -100 scale.
Results and discussion
The data for Phases 1 -4 are presented separately, as comparisons between the initial and later stages are not necessarily meaningful at a statistical comparison level. Thus, the comparisons between Phase 1 and the other phases are narrative rather than statistical.
Primary task performance Table 3 shows the mean number of correct identifications of each of the 12 alarms during the learning phase, Phase 1. This demonstrates that some of the alarms were recognised more accurately than others across the learning phase. Post-hoc t-tests on the mean scores for each of the 12 alarms revealed that V produced significantly fewer correct responses than A, B, F, I, O, S, R and HM. Analysis also showed that Hum, P and PM produced significantly fewer correct responses than A, HM, S, I and R ( p , 0.01). Two confusions, between P and V, and between HM and R, were significant at p , 0.01 level. Several confusions were found at p , 0.05 level: between A and B, A and O, B and F, B and HM, B and V, HM and P, F and S, I and P, O and OP, O and PM, and between PM and V . Figure 3 shows the mean number of correct responses to each alarm for Phases 2 -4. A two-way within-subjects ANOVA was carried out on the correct responses across Phases 2 -4. Significant effects were found for phase (F[2, 18] ¼ 4.06, p , 0.05) and alarms (F[11, 18] Figure 3 shows the number of alarms correctly identified for both of the secondary tasks in Phase 2, for the purposes of analysis a mean overall score was used.
Simple effects calculations for performance across the phases for each of the 12 alarms indicated that the means were significantly different only for P, S, V and R across the phases. Means for these four alarms across the three phases were 2.7 (Phase 2), 3.2 (Phase 3) and 3.5 (Phase 4) for P; 2.6 (Phase 2), 3.6 (Phase 3) and 3.7 (Phase 4) for S; 1.8 (Phase 2), 2.5 (Phase 3) and 2.7 (Phase 4) for V and 2.9 (Phase 2), 3.7 (Phase 3) and 3.5 (Phase 4) for R. For all four of these alarms, the mean was significantly higher (Tukey's HSD, p , 0.05) in Phases 3 and 4 than in Phase 2. There were no significant differences between Phases 3 and 4 for any of the alarms.
In terms of the phase effect, the mean number of times each alarm was identified correctly for each phase was 3.15 for Phase 2, 3.45 for Phase 3 and 3.4 for Phase 4 (all out of four presentations of each alarm). The number of correct identifications was significantly lower in Phase 2 than in the other two phases (Tukey's HSD, p , 0.05), but there was no difference between Phases 3 and 4. The main effect for alarms indicated that some alarms were more readily learned and recognised than others. Overall, the only significant difference across alarms was that V was correctly named significantly less often ( p , 0.05) than any of the other alarms except P and S. Ergonomics 11
Primary task performance: confusions between alarms
Much of the poorer performance with some of the alarms can be explained by confusions between them. Multinomial distribution analysis (which takes account of any bias which might have occurred, e.g. in the case of asymmetric biases in alarm naming between alarms which were typically confused) was carried out on the errors made in recognising the alarms. Significant confusions ( p , 0.01) between alarms for each of Phases 2 -4 are shown in Table 4 . The confusions between alarms demonstrate that whilst some persisted throughout the experiment (e.g. between A and O and between P and V), some confusions were observed only in later phases (e.g. between alarms B and A during Phase 4 only).
Secondary task performance
The mean number of correct responses across the three phases for the mental arithmetic task was 29.8 (Phase 2), 21.7 (Phase 3) and 6.4 (Phase 4) out of a possible 36. The mean number of correct responses in the observation task across the three phases was 18.75 (Phase 2), 9.6 (Phase 3) and 10.8 (Phase 4) out of a possible 40. In order to compare performance across the three phases within each of the two secondary tasks, Friedman one-way ANOVAs were carried out for each phase on the mental arithmetic and the observation task separately. For this, each participant's performance in the three phases in each of the secondary tasks (separately) was ranked from 1 to 3, with 3 being their best performance for that task and 1 being the lowest performance for that task across the three phases. For the mental arithmetic task, the corrected-for-ties ANOVA showed a significant effect across the three phases (F r ¼ 18, df ¼ 2, p , 0.01). Post-hoc comparisons (critical z-value 11.2) showed that performance was significantly better in Phase 2 than in both Phases 3 and 4, and significantly better in Phase 3 than in Phase 4. For the observation task, the Friedman ANOVA also showed a significant effect (F r ¼ 16.5, df ¼ 2, p , 0.01). Performance was significantly better in Phase 2 than in both Phases 3 and 4. There was, however, no significant difference between Phases 3 and 4. The data generally demonstrate that as tasks were added, performance on the secondary tasks went down.
Subjective ratings of workload
Participants rated the perceived workload of each of the phases. The mean workload rating of each phase (out of 100) was 39.5 for Phase 2, 72.2 for Phase 3 and 93.6 for Phase 4. Page's trend test showed that there were significant differences between each phase of the study, with task difficulty becoming significantly higher between Phases 2 and 3, Phases 3 and 4, and between Phases 2 and 4 (L ¼ 321.5, p , 0.001). These ratings serve as a manipulation check, demonstrating that as tasks were added, the participants felt that their workload was increasing through the phases.
General discussion
Alarms
The data demonstrate that when alarm learning and recognition is indicated as the primary task, people are able, to some extent, to improve their recognition of a set of alarms with continued exposure to them, even when that exposure is in the 
The column on the far left indicates each of the 12 alarms. The columns to the right indicate the alarms with which each of them was significantly confused with ( p , 0.01) for each of the phases.
context of increasing workload. Recognition of the alarms significantly improved from Phases 2 to 3, even though workload increased from Phases 2 to 3. However, participants were also further exposed to the alarms and therefore had more opportunity to learn them. Participants did not further improve from Phases 3 to 4, suggesting either that learning had peaked or that the addition of the talking task made it more difficult for them to focus on the primary task. Comparisons with Phase 1 suggest that continued learning did take place though the effects are not consistent from alarm to alarm. The data do not address the issue of the trade-off between further exposure and the increased workload of the additional tasks, so we can only speculate on this issue. We also do not know what performance would have been like had participants not been previously exposed to the alarms (as they were in Phase 1). One interesting issue is that despite considerable exposure to the alarms, importantly, participants struggled to identify specific alarms even at the end of the study. Confusions between some alarms persisted, and participants also developed new confusions between alarms which had not necessarily been present in the earlier phases. The implication of the latter observation is that, even with prior exposure, those meanings can be confused when the participant is under workload pressure. The evidence for the alarm learning itself demonstrates two key points. The first is that some alarms are more difficult to learn than others, and the second is that some confusions (which tend to account for the lower learning) persist despite considerable exposure to the alarms. The learning data indicated that the alarm which was easiest to learn was I and the most difficult was V (which was confused throughout the study with P). The other most persistent confusion was between alarms B and F. The nature of these confusions is consistent with those found in previous related work (Meredith and Edworthy 1994; Edworthy and Meredith 1997) . For example, both P and V are regular repeated tones at a relatively high frequency, though one is higher pitched and has a slower repeating rate than the other. The conclusion is that this shared temporal regularity and high pitch was the source of this confusion, a conclusion which is supported by previous literature (e.g. Meredith and Edworthy 1994) . Another persistent confusion, between B and F, is also underpinned by acoustic similarities. Both begin with a relatively long, low-pitched introductory tone and although they then differ somewhat in pitch pattern after this initial tone (one is a repeated high-pitched tone, the other is a two-tone repeated pattern), the presence of an initial long tone followed by repeated short high pitches appears to lead to significant confusion. A third persistent confusion was between HM and R, which are both continuous tones (though one is much higher than the other). A priori we would not predict that those two alarms would be confused because there is a considerable difference in pitch. If, however, participants used similar verbal labels for these two alarms -for example, 'continuous tone' -then this confusion becomes understandable. The degree to which verbal labels mediate responses to alarms is a topic on which further research could be carried out; inevitably, similar acoustic features lead to similar verbal descriptions. Experiments which are able to dissociate one from the other might provide fruitful data in clarifying the extent to which verbal labels mediate responses.
It is important to note also that the alarms which tended to the most confused were often found to be amongst the most frequently occurring in Study 1. For example, the ventilator alarm sounded frequently in Study 1, and was one of the most consistently confused alarms in Study 2.
A fourth persistent confusion, though somewhat different to the others because it was asymmetric in nature, was between A and O. In this case, A was persistently mistaken for O, but O was not persistently mistaken for A, suggesting that participants were biased towards alarm O at the expense of alarm A. The lack of significant confusion between O and any other alarm suggests that participants had a good idea as to the identity of this alarm, but tended to use that response too often, and to name other alarms as O in addition to naming it correctly. Here, we can speculate that the source of this bias might be in the availability of the response to the participant; 'Oxygen' is a more obvious medical label than 'aircall', so participants may have selected the former more readily. However, without further evidence we can only speculate on this. The two sounds do share a similar two-tone repeating pattern, which might underpin the confusion, though in one case the pitch change from the first to the second tone is upward and in one case it is downward.
Evidence that participants might indeed have been using mediating verbal labels where possible comes from the apparent lack of confusion suffered by I, which in terms of acoustic description is quite similar to some of the other alarms. On only one occasion (Phase 3) was it confused with another alarm (Hum). It is relatively easy to assign it a verbal label ('Beethoven's Fifth', which is both a mnemonic for the individual pulses and a memorable name for the alarm, both factors which should make it easier to memorise and recognise).
Of course, participants' labelling of the descriptive features of the alarms does not necessarily help them to identify the actual meaning of the alarm sound, so a further route from that label to the meaning of the sound may still be needed. The usefulness of any intermediate labels might be in allowing participants to make a link from their description, to the function of the sound -for example, the word 'high' as in 'high-pitched' can be readily linked to a high value of almost any physiological parameter, such as temperature, blood pressure and so on. Such links would serve to reduce the sound-referent distance.
The potential use of verbal labels in remembering and recognising alarms speaks of a number of pertinent issues in alarm design and in auditory cognition more generally. Ballas (1993) demonstrated that the ease with which everyday sounds can be recognised is improved by the ease with which verbal labels can be used to describe those sounds. More generally, the ease with which listeners are able to learn alarms appears to be determined by the closeness of the soundreferent relationship (Keller and Stevens 2004; Perry et al. 2007; Petocz, Keller, and Stevens 2008) . The alarms tested in the studies presented here were all abstract in nature -there was no obvious link between the alarms and their functions, and they therefore possessed either only a very weak or a non-existent sound-referent relationship -and so using mediating verbal labels in order to improve performance would serve the need to reduce the sound-referent distance and thus improve performance. There is evidence to show that verbal labels can influence the ease with which alarm sounds can be learned (Edworthy and Meredith 1997) and also that if people are given free rein to generate their own verbal labels and other ways of learning alarm sounds, this can improve recognition of the sounds to the point where learning abstract sounds is no more difficult than learning everyday sounds (Edworthy and Hards 1999) . The relationship between alarm sound, its 'official' name and people's own ways of labelling them, whether created through the use of description of their acoustic properties (as indicated above), mnemonic or other learning aid, is a topic which is not much explored in the literature, but is one to which further research effort could be usefully applied. Indeed, a study using different names for this same set of alarm sounds (Edworthy and Meredith 1997) showed that the names used for the sounds affected people's ability to learn individual alarms depending on how they had been labelled. In other words, specific labels appeared to affect people's ability to learn alarms independently of their acoustic characteristics.
A related issue is the extent to which confusions between alarms are due to there being other, similar alarms in the alarm set. For example, the major confusions between P and V, and between HM and R, may not have occurred if there had been only one example of a 'long tone followed by higher, short tones' and one of 'continuous tone' in the set. The issue of heterogeneity and uniqueness in alarm sets is one which has not commanded much attention (though see Edworthy et al. 2011) , but the interactions between individual alarms within a set (and the possible confusions that will result) are an important topic for consideration, as evidenced by the impact that excessive homogeneity within an alarm set has on the learnability of the current IEC 60601-1-8 alarm sounds. All of the alarms in that set are tonal (and therefore abstract in nature) and all consist of three pulses or five pulses in two different versions (the five-tone version is the high-priority version of the equivalent three-pulse alarm). There is very little acoustical information available to the listener in order to discriminate these alarms, and generating verbal labels to distinguish between them would be almost impossible. The listener has to resort to using the melodic differences between them, which probably explains why musicians tend to fare better with these alarms than non-musicians as they have access to this knowledge and framework (e.g. Wee and Sanderson 2008) . The use of mnemonics to differentiate between these alarms has been advocated. Specifically, sets of words describing the functions of the alarms have been suggested, for example 'Temp'-ra-ture a-larm' for the temperature alarm in this set. However, as all of the alarms in the IEC have the same number of pulses and the same rhythm, it is hard to see how these mnemonics would function. For example, mnemonics in birdsong recognition work by virtue of different bird calls having different number of 'chirps' and different rhythms and stress patterns. The yellowhammer's call can be recognised by the mnemonic 'A-little-bit-of-bread-and-no-cheese' and the wood pigeon by 'Take twoooo shoes, Judy'. Two different species of birds whose call was a regular 'chirp-chirp-chirp-chirp' would not lend themselves to discrimination via mnemonic in the same way, and the IEC alarms are the equivalent of eight birds with the same call. Wee and Sanderson (2008) found that the use of mnemonics for the IEC 60601-1-8 alarms was of little use in overall learning of those alarms, though they did create a narrower range of confusions between alarms.
There is also direct research evidence suggesting that particular acoustic features, especially temporal patterns, are important in discriminating between alarms Edworthy and Meredith 1997; Meredith and Edworthy 1994; Patterson 1982 ) and yet the sharing of similar temporal patterns between alarms persists in the medical arena, both in the IEC 60601-1-8 alarms and in the alarms tested in these studies. Our data show quite clearly that the sharing of similar temporal patterns (including the continuous tone) leads to confusion between alarms, even after considerable exposure to them.
In addition, persistent in the medical arena is the use of abstract sounds as alarms per se, rather than alarms which can serve as a metaphor which may bring the sound closer to its referent in meaning. There is considerable research evidence which demonstrates that alarms for which there are clear relationships between sounds and their meanings (these sounds are usually referred to as 'auditory icons') can result in quicker learning (Keller and Stevens 2004; Leung et al. 1997; Perry et al. 2007; Ulfvengren 2003) and faster response times (Belz, Robinson, and Casali 1999; Graham 1999) . The data we present in our studies demonstrate that abstract alarms can be learned, but not to perfection even with considerable exposure. Whilst there is a preference for abstract alarms in the medical arena, the issue of slow learning and confusability will persist. As approaches to alarm fatigue solutions filter through to practice (e.g. Keller et al. 2011) , the relevance of the design of alarm sounds, and people's ability to recognise and learn them, will become more apparent. There are many research issues concerning the use of abstract alarm sets which require further elaboration. These include the relative contributions of acoustic and verbal encoding in the learning of those alarms, the impact of heterogeneity of design across an alarm set and the impact on learning of techniques expected to help with learning alarms, such as the use of mnemonics, which help to strengthen the sound-referent connection. It is likely, however, to be possible to design 'auditory icon' style alarms for the functions described in IEC 60601-1-8 which can be learned more rapidly than is typically the case for abstract alarms. The research effort which might potentially be aimed at abstract alarms needs to be seen in the context of there being other designs and types of alarms which may be more conducive to learning and which may therefore minimise the learning problem (Edworthy 2011; Wilcox 2011) . Technologies which allow the rapid, online specification of alarms will also be useful in addressing the design problem, in that the relationship between design and performance can be accessed more directly and flexibly (Bennett and McNeer 2012) .
Task performance
Throughout these studies the learning of and responding to alarms were presented as the primary task, though in any real medical environment it would be likely that responding to alarms would be a secondary task, particularly as most alarms are either spurious or require little immediate attention. We designated the alarm task as the primary task because our focus was on the degree to which the tasks, which mimicked those observed in the ICU, would interfere with people's ability to learn the meaning of the alarms. Performance on each of the tasks varied across participants. For the alarm-learning task, performance at the end of Phase 1 varied from close to 100% correct to approximately 55% correct alarm identifications, some participants being much more successful at learning the alarms in the learning phase than others. As we took no demographic details other than age, we do not know the reason for this variation but speculate that it might be due in part to the extent of musical training (and thus the degree to which participants are able to listen and remember sounds with a relatively small degree of variation). As none of our participants had any medical training or knowledge, we cannot attribute differences to this factor.
During Phases 2 -4 there were also differential patterns of change in the correct recognition of alarms. Some participants improved, some maintained their performance and some became worse. Many participants performed particularly badly in the observation part of Phase 2, but then improved in the later phases. However, almost all participants showed the expected decline in performance on the secondary tasks as they progressed through the phases.
Our data suggest, along with most data on dual-task performance and specifically that related to dual-or multi-tasking whilst responding to alarms (Bliss, Gilson, and Deaton 1995; Bliss and Dunn 2000; Burt et al. 1995; Haas and Casali 1995) , that performance falls in the secondary task but not in the primary task as the workload increases and the tasks become more demanding. The workload ratings showed very clearly that participants perceived the workload as increasing as the number of secondary tasks increased. Had the primary task been the arithmetic, observation and talking tasks, then we might have predicted that performance on the alarm task would have deteriorated, though how this would have been affected by additional exposure to the alarms is a matter of speculation. The literature on task sharing, workload and attention is enormous and often intensely theoretical (e.g. Johnson and Proctor 2004; Styles 2005) and there are many studies which have looked at dual-and multi-task performance in a variety of applied spheres (e.g. Lansdown, Brook-Carter, and Kersloot 2004; Strayer and Johnson 2001) . Thus, further research in the specific area of dual-and multi-tasking when responding to alarms would seem a fruitful avenue to pursue.
Although the primary/secondary task and workload literature can give us insights into how task demands will be shared, one finding to emerge from research in this area is that, though 'attending to the alarms' can be made a primary or secondary task in research experiments, in the clinical setting, attending to alarms may be a primary, secondary or background activity, depending on the context in which the alarms occur and the observer's judgement about the purpose of that alarm. This judgement typically seems to be fairly sophisticated (Bitan et al. 2004; Gorges, Markewitz, and Westenskow 2009 ).
The experimental paradigm
The results of these studies do not allow us to determine the extent to which the continued exposure to the alarms mitigated the increased workload experienced from one phase to the next. We selected this design because one of our aims was to pilot this task as a potential training vehicle for people required to learn medical alarms. However, other designs would allow us to draw more specific inferences and these designs are potential candidates for future experimentation. The most obvious next steps are to repeat the experiment as a between-subjects design. For example, after a common first learning phase, participants could participate in either an alarms plus arithmetic task, alarms plus observation task, alarms plus both tasks simultaneously or alarms plus both tasks plus talking tasks (or some other design which builds on workload, such as having three conditions: one with one task, one with two and one with three). This would allow direct comparison between the variable burdens of the secondary tasks. Other between-subject designs might compare alarm learning whilst performing various combinations of the secondary tasks in comparison with learning the alarms only, and their effects on subsequent Ergonomics 15 recognition of the alarms. Here, the effect of learning in a dual-task paradigm could be compared with learning alone. There is evidence that the learning of material in a dual-task environment is enhanced in comparison with single-task learning when the stimuli which are to be learnt will subsequently appear in a dual-task rather than a single-task environment (Detweiler and Lundy 1995) .
Comparison with the ICU working environment
Our studies are by necessity artificial and not necessarily reflective of the relationship between alarms and the performance of other tasks whilst in the ICU. The purpose of our study was to further the understanding of the way alarms are learned and remembered whilst performing other tasks. Throughout, we specified the alarm task as the primary task though, of course, in practice the practitioner would decide their own priorities. It is also difficult to establish the degree to which clinicians recognise, or even need to be able to recognise, individual alarms within the ICU because of both the high false alarm rate and the time gap typically found between an alarm sounding and activity which appears to be a response to that alarm. In the real clinical environment, the clinician will have many cues from the patient, visual monitors, other staff and a range of other cues, which can all be brought to bear in the process of making a clinical decision. In addition, the alarm fatigue problem clouds the alarm learning and recognition issues with which this paper is concerned. If the false alarm rate can be reduced, then observations of activity in relation to more reliable alarms will enable researchers to more precisely articulate the research questions which may or may not be important in this area. Nonetheless, the ability to recognise an alarm must be of some value. For example, if a clinician knows a particular function to produce a particularly high false alarm rate, then this information can help inform the decision as to whether or not to attend to that alarm. Unrecognisable alarms in a high false alarm rate scenario (where false alarm rates might be variable) seem to represent the worst of both worlds, and an unacceptable situation for the clinician. Reducing false alarms would also improve the usefulness of applying known features of perceived urgency in alarms (Baldwin 2010; Edworthy, Loxley, and Dennis 1991; Hellier, Edworthy, and Dennis 1993; Ljungberg and Parmentier 2012) to their design, which might result in more intuitive responses which would be less reliant on learning.
